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the correlation of the ether with itself. However, the correlation
parameter between ethanol and the ether is still less than either of the
parameters from cross correlation of ka spectrum with itself, so the correct
match is chosen for both compounds. Other similar pairs of compounds,

such as o-xylene and m-xylene, or methyl ethyl ketone and methyl isobutyl

ketone, were also readily distinguished by the search methods.

RAER AR R R RREABIRAR MR VER REAARRALALY - The ability of
both correlation-based search techniques to match identical spectra was
excellent -- both methods always chose the correct match for all trials.

In practice, however, an unknown spectrum is seldom identical to one of
the library spectra. Impurities present in the compound itself or in
solvents can distort either or both spectra; also, the unknown might be

a mixture of compounds so that its spectrum would not exactly match that
of any single library compound. Various tests of the spectral search
systems were performed to determine the significance of chemical variations

on the reliability of the correlation-based search.

To examine the effect that an impurity might have on a typical
search, a sample of 2-octanol with an unidentified carbonyl-containing
impurity was used as an unknown, and the alcohol library was searched.
The spectrum of the impure sample showed a distinct band at 1700 cm™!
which was absent from the spectrum of pure 2-octanol. Despite this
extraneous band, both the covariance and Fourier transform search methods
identified the unknown as 2-octanol. In both searches isopentanol was
chosen as the second best match,

Further tests were performed to determine the amount of impurity
that could be tolerated before the search systems chose the wrong match

and to study the ability of the search systems to resolve the components
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of a mixture. The first such test employed a mixture of equal volumes

of pure l-octanol and pure 2-octanol. When the alcohol spectral library
was searched for a match for the mixture, both search methods listed iso-
pentanol -- a compound not present in the "unknown" mixture -- as the

best match. However, 1-octanol and 2-octanol were selected as the next
best matches. This erroneous selection is not surprising, considering the
various spectra involved. The spectrum of isopentanol has strong peaks
which match most of the strong peaks in the mixture spectrum. Obviously,
the spectra of l-octanol and 2-octanol are each missing some of the strong
peaks which arise from the other compound. Isopentanol therefore appears
to be a better match for the mixture than either of the true components.
The effect of overall spectral amplitude may bias the results toward the
stronger absorbing compound (here, isopentanol) as well, a possibility

which will be examined in a later section.

Several mixtures of o-xylene and m-xylene were employed in further
studies which sought to determine the response of the methods to mixtures.
The studies were patterned after those of Tanabe and Sa¥ki (9). In these
experiments, the concentrations of o-xylene and m-xylene in a mixture of
the two varies from 10% ortho + 90% meta to 90% ortho ; 10% meta by volume.
The correlation functions of the spectrum of each mixture with those of
pure ortho and pure meta were then calculated. Plots of the correlation
parameter versus percent purity of each component are presented in Figures
5A and 5B for the covariance and Fourier transform methods, respectively.
The magnitude of the correlation parameter increéses with increasing purity
of the unknown sample. The variation in our ‘values probably results from

an irreproducible path length with the salt discs employed; Tanabe and
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Saeki (9) used sealed cells, and noted that an understandably strong
dependence of their correlation coefficients on sample thickness existed
when transmittance rather than absorbance was recorded.

The quantity of impurity that can be tolerated by the search systems
in this particular case can be estimated by treating each xylene mixture -
as an unknown sample and searching the entire library of aromatic spectra.
In this test, the proper compound is identified as the primary component
of the mixture when the solution is at least 60% pure. Also, for a 60% pure
solution, both search systems rank the impurity as the second best match.
As a preliminary estimate, the sample should be greater than 60% pure to
ensure that the proper compound will be selected by the searches. Tanabe
and Saeki (9) required that the purity of ortho- and meta-xylene be at least
80% and 96% respectively, in order to obtain correlation coefficients
greater than 0,95 -- their criterion for a match. The value of their
correlation coefficient is independent of the other compounds in the library,
whereas the match ratio found by the correlation-based techniques depends
on the correlations of the unknown with the other library spectra. Accord-
ingly, studies with more and different spectra in the libraries and with

sealed cells should be performed to verify the estimate given here.

BEEES T 0L AR IRRERER L RAREEOE R MEL R ROARRAAL B - Spectral
Amptitude. It has been suggested that sample path length can greatly affect
the value of the correlation parameter when spectra are recorded in terms of
transmittance (9). This result arises because a longer path length produces
more intense peaks -- that is, peaks with lower percent transmittance accord-
ing to the logarithmic relationship described by the Beer-Lambert Law,

A = -log T = ebc, where A is absorbance, T is transmittance, € is molar

absorptivity, b is path length and c is concentration. The effect on the

| - Do 5555 v g s

= . - e T———




13

correlation function will be less notable for spectra recorded in terms of
absorbance (A) because correlation, by its nature, is not sensitive to
linearly proportional variations in a waveform.

In the present investigation, the use of the '"'correlation parameter"
overcomes most of the influence of spectral amptitude, including that
portion arising from sample path length changes. A simple test of the
search system substantiates this success. Spectra of methyl ethyl ketone
and methyl isobutyl ketone with overall amplitudes differing by 20 to
30% T were measured; when each spectrum was subsequently treated as an
unknown, the correct match was chosen. The value of the match ratio
tends to increase with spectral amplitude even after the correction is
performed, but the correction method nevertheless allows both search
methods to select the proper match. Further work is necessary with res-
pect to this problem in order to optimize the search speed and reliability.
The need for a correction might be obviated by use of absorbance instead
of transmittance values, but most conventional infrared instruments record
only in %T so an extra computational step would be required.

Wavelength Shift, Shift and imprecision of the wavenumber axis is a

common problem with most infrared spectrophotometers. A precision of

.03 um (approximately 3 em”

at 10.0 ym) is typical for a spectrophotometer
such as the Beckman IR-5 employed in this study; furthermore, precision
usually deteriorates as the instrument ages. Such a shift could adversely
affect a search if the wavenumber axis of the unknown spectrum were differ-

ent from that of the library spectrum. Some search methods incorporate a {
"wiggle' option in an attempt to compensate for wavenumber shift (6, 15). }

Correction for wavenumber imprecision is readily accomplished in

e o YA NI

correlation-based search techniques. If the unknown spectrum and its mate

in the library do not have identical axes, the maximum value of the corre-
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lation which should occur at zero T will be displaced to another value

of 1, as illustrated in Figure 5. The correct match can then be found

by searching for the correlation maximum in the vicinity of zero t. In
both our covariance and Fourier transform methods, the user can instruct

the program to examine the region -5 = 1 <5 for a maximum. The interval
of %51 corresponds approximately to *7,5 cm'l, which should be more than ade-
quate to accommodate any reasonable wavenumber shift. Such a shift compares

favorably to the 3 cm'1 tolerance required by Tanabe and Saeki (9).

The immunity of the search methods to spectral shift was tested using
four shifted spectra as unknowns. The digitized spectra of isopropanol
and l-octanol were mathematically shifted by three sampling intervals
to simulate the instrumental effect (three sampling intervals corresponds
to about 4.5 cm™!), The programs looked for a maximum in the range
-5 <1<5 for each correlation of an unknown with a library spectrum,
and the maximum values were then ranked to determine the best match.

Match ratios for this test can be found in Table II. The maximum value
in the correlation function calculated between the shifted spectrum and
its library counterpart was always found at *3t. The value for the corre-
lation of l-octanol and isopentanol which produced a mismatch was located
at -5t. When a mismatch existed in the alcohol library, isopentanol was

most often chosen, probably because cf its great spectral amplitude.

\

Influence of Noise, The instrumentation used to record, digitize and

store the infrared spectra introduces noise which could affect the success

of the correlation-based searches, Figure 6 is an example of a digitized

spectrum with a number of spurious values that arose from a dirty potentiometer
in the spectrophotometer-minicomputer interface circuitry., The noise appears
: . randomly in time and at smaller percent transmittance values than the

neighboring points in the spectrum,
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To test the susceptibility of the correlatioq:based search systems
to this rather severe noise problem, a number of noisy ketone spectra
were used as unknowns. The ketone library contains similar spectra but
which have been rendered noise free by substituting the average of two
neighboring points for noisy data points, Match ratios obtained
in this study are given in Table 1III. Correct matches were chosen
in all searches except one -- a methyl isobutyl ketone spectrum. However,
for this mismatched spectrum, the values of the correlation parameter
for the best and second best matches were not significantly different.
Another noisy methyl isobutyl ketone spectrum with greater overall spectral
amplitude was matched correctly when it was used as the "unknown'; this

spectrum's noise-averaged version was actually the library spectrum.

SNCAUREINR

In most respects the covariance and PRourler transform approaches to spectral
search and identification are comparable and yield accurate spectral mtches.

The correlation functions calculated by the Fourier transform method are sus-

ceptible to overlap or end effects unless a correction is included. However,
a simple test has shown that neglect of end effects does not harm search relia-

bility. The Fourier transform method is the faster of the two, but it requires

twice as much computer storage space as covariance because the libraries
for the FT method contain the complex Fourier transforms of the original
spectra. So, for the correlation-based search as it is now configured,
the choice of the covariance or Fourier transform method is a matter of

the user's preference.
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Several aspects of the search system could be optimized to provide
faster, more efficient searches. One possibility is to completely auto-
mate the search from the time the user instructs the computer to read an
unknown spectrum to the time the final best match is chosen and printed
out. Data-logging, storage, and actual computation could be performed

on a single small computer, if the user were careful not to overflow core

memory. The practical speed of computation could be improved by using
a more efficient Fourier transform algorithm. For example, it is possible
to compute the FFT of two real functions simultaneously (11).

A number of other experiments could be performed to explore
the utility of the correlation methods for spectral file searching. The
ability of the system to handle infrared spectra from other types of
infrared instruments (particularly Fourier transform instruments) should
be examined. Presumably, normalization of the spectra would then be neces-
sary because infrared instruments differ in wavelength program, spectral
response, and other features.

Significantly, the correlation-based search which uses the Fourier
transform method should be readily applicable to Fourier transform infrared
spectroscopy (FTIR). The nature of the FTIR technique itself and the
attendant minicomputer which is an integral part of FTIR instrumentation
would allow a number of time-saving modifications of the search process
to be implemented. Also, because FTIR instruments produce interferograms
which are already the Fourier transforms of infrared spectra, computation
of the cross correlation function between two spectra can be accomplished
with only a single extra step, consisting of simple point-by-point multi-

plication. In fact, it can be shown that a value proportional to our
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""correlation parameter'" can be obtained simply by multiplying the two
appropriate interferograms and subtracting the resulting zero retardation
intensity from the average intensity of the product waveform. This capa-

bility will be the subject of a future communication.

Because the correlation-based search techniques utilize all spectral
information in a digitized spectrum, they are better able to match or
rank an unknown spectrum with those in a library of known spectra. However,
most conventional search methods are considerably faster than the corre-

lation techniques and are therefore more suitable for searching large

collections of spectra. Consequently, correlation techniques are best
used with small spectral collections such as a library of similar com-
pounds of interest to the user or to compile a list of most likely matches
which result from a conventional search of a large library.

In general, the correlation-based searches appear to be more sensitive
to changes in relative peak position and peak shape than to changes which
result from instrumental variations or the presence of impurities. So,
they are responsive to spectral differences that are indicative of struc-
tural differences, yet they are relatively immune to undesirable experimental
variations. This reasonable compromise between high selectivity and free-
dom from effects of experimental artifacts is one of the greatest strengths

of the correlation search techniques.
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Covariance Method

MATCH RATIOS RESULTING FROM CORRELATION-BASED
SEARCHES

Match Ratios

Alcohols
methanol 2.93 2.24
ethanol 383 3.39
l-propanol 1.88 1.78
isopropanol 5.82 4.94
t-butanol 612 5.80
1-pentanol 1.43 1.34
isopentanol 2.73 2.06
1-octanol 1.32 1.26
2-octanol 179 1 U
2-(2-ethoxyethoxy)

ethanol 1.04 1.01
Ketones
acetone 1.94 1.99
methyl ethyl ketone 1.22 127
methyl isobutyl ketone 129 1.34
cyclohexaone 1.34 1.36
2,4-pentanedione 1.81 1.95
pentanal 1.64 1.74
2,2-dimethoxypropane 8.16 8.01
Aromatics
benzene 4,15 4.43
toluene 1.45 1.43
ethylbenzene 1.50 1.56
isopropylbenzene 1.80 1.69
o-Xxy lene Zsdi) 2,13
m-xy lene 2o Tt 2ol
benzaldehyde 4,73 4.45
cyclohexylbenzene 1.55 1.46
chlorobenzene 2.54 2.54
bromobenzene 2.81 2.83
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TABLE [f,  MATCH RATIOS FOR SPECTRA WITH SHIFTED WAVENUMBER

AXES
Spectra shifted 3 sampling intervals (v4.5 cm™!) to greater wavenumber

Covariance Method Fourier Transform Method
isopropanol 1,83 1.91
1-octanol 1.09 1.16
Spectra shifted 3 sampling intervals (v4.5 cm™ 1) to smaller wavenumber

Covariance Method Fourier Transform Method
isopropanol Lo 27 1.85
1-octanol Mismatched with isopentanol
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TABLE IIT. MATCH RATIOS FOR UNKNOWNS WITH NOISY SPECTRA
Unknown Spectrum Match Ratios
Covariance Method Fourier Transform Method

acetone 2.06 2.01

methyl ethyl ketone 1.33 1.32

methyl isobutyl ketone 1.00 1.00

methyl isobutyl ketone* 1.36 1.34

ciclohexanone 1.41 1.37

2,4-pentanedione 1.70 1.61

2,4-pentanedione* 1.86 1.90

pentanal 155745 1.83

2,2-dimethoxypropane 8.19 8.23

*These spectra had greater overall spectral amplitude than the other

spectrum of the same compound.
!
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Figure 1.

Figure 2,

Figure 3.

Figure 4

PRI

FIGURE CAPTIONS

Cross correlation function between the spectra of A) methyl
isobutyl ketone and itself, B) methyl isobutyl ketone and
methyl ethyl ketone. Vertical axis in arbitrary units.

Tau = 1, the delay parameter in the correlation function.

Block diagram of experimental arrangement for identification

of infrared spectra.

Results of searches by covariance (discrete correlation) and
Fourier transform methods for the spectrum of toluene. The
magnitude of the corrected correlation function at zero T
(correlation parameter) is plotted for the correlation of
the unknown (toluene) with each library spectrum. O covari-

ance method. A Fourier transform method.

Values for the correlation parameter calculated by A) the
covariance method and B) the Fourier transform method between

the spectra of pure o-xylene and various mixtures of impure

o-xylene (0) and pure and impure m-xylene (A). The concen-
tration is in terms of percent purity. For example, for
m-xylene, a solution of 80% purity contains 80% m-xylene and

20% o-xylene by volume.
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Figure 5.

Figure 6.

Effect of wavelength shift on the correlation search procedure.
A shift in wavelength axes between unknown and library spectra
causes a shift of the correlation maximum away from zero t.

A correct match can be found by searching for the correlation
maximum in the vicinity of zero t. A and B are the original
and shifted infrared spectra of methyl isobutyl ketone. C

and D show the shift in correlation functions which results

from this spectral shift.

Noisy digitized infrared spectrum of methyl isobutyl ketone
used to test the response of the search methods to unknowns

with noise (circled points).
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